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Introduction

Accurate measurement of arterial PO2 in patients with sepsis1 

managed in the critical care unit (CCU), is fundamental in 

guiding clinical decision-making. The partial pressure of gases 

and the acid-base balance measured in an arterial blood 

sample changes over time. The extent of this change depends 

on the time between taking and analysing the sample.2 These 

changes are due to two processes. Firstly, the blood cools. The 

analyser compensates for loss of heat by warming the sample to  

37 ºC.3,4 Secondly, leucocyte metabolism continues, consuming 

oxygen and generating CO2, which may result in a change in pH. 

Reference nomograms designed to compensate for ongoing 

white cell metabolism are not derived from critically ill patients.5 

The early detection of respiratory compromise in patients with 

sepsis is important. A clear distinction between low PO2 values 

due to a delay in processing sampled blood, versus low values 

due to early onset of respiratory compromise prior to the 

appearance of clinical signs, is of great clinical relevance. 

This study examined the extent of error, at increasing delay times 

from collection to processing, when measuring PO2 (the primary 

outcome), PCO2, and pH (secondary outcomes), in arterial 

blood samples drawn from critically ill patients with sepsis and 

leucocytosis > 12 000/mm³, compared with the changes in 

samples from the same patients which were cooled to reduce 
metabolism.

Methods

This was an observational laboratory study performed at Groote 
Schuur Hospital, Cape Town, South Africa, from September 
2015 to March 2016. A total of 30 patients were included, from 
both the medical and surgical critical care units. The protocol 
was approved by the Human Research Ethics Committee of the 
University of Cape Town (HREC ref 534/2015). Deferred consent 
was sought from participants. 

On study days, all CCU patients with sepsis, as defined by the 
International Sepsis Definition Conference,1 with a leucocyte 
count (WCC) of > 12 000/mm³ as measured on routine early 
morning blood sampling, and who also had arterial blood 
analysed for acid base status, were included. Blood from 
the standard 2 ml arterial blood sampling syringe (PICO50 
radiometer®, Radiometer Medical ApS, Denmark) was decanted 
into two 1 ml glass syringes, after pre-heparinisation with 1 ml 
heparin 1 000 U and removal of all excess heparin. All air was also 
removed, and the syringes capped with plasticine. One syringe 
was cooled on ice and tested at 60 minutes. The second syringe 
was used to analyse the sample at 0, 10, 30 and 60 minutes. 
All samples were processed using an ABL800 Flex blood gas 
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analyser® (Radiometer Medical ApS, Denmark). Glass syringes are 
incompatible with this machine; therefore, to enable analysis, 
the sample was decanted into glass capillaries at Time 0.

Statistical analysis 

Data was captured in Microsoft Excel. Analysis was performed in 
R (version 3.4.3).

Descriptive statistics. The trajectories of PO2, pH and PCO2 
measurements processed at different times after collection 
are presented graphically. For each time point and the on-ice 
samples, as well as for the within-patient absolute and relative 
differences (compared with Time 0), summary statistics (means 
and standard deviations) are also tabulated.

Comparison of on-ice 60-minute measurement to 0-minute 
measurement. A Wilcoxon signed-rank test was used to 
test for zero median values for the (absolute) differences, to 
accommodate the skew distributions observed.

Modelling of PO2 changes over time. For the primary outcome, 
PO2, linear mixed models were fitted to the data: ‘random effects’ 
allowed patients to vary both in their 0-minute measurements 
(random intercepts) and their rates of change over time (random 
slopes); ‘fixed effects’ allowed for average PO2 to vary with time 
from collection to processing, controlling for differences due to 
Time-0 WCC values and fractional inspired oxygen concentration 
(FiO2). It was hypothesised that WCC moderates the effect of 
time, and therefore an interaction term (for time and WCC) was 
included. The PO2 measurements were first log transformed, to 
accommodate larger variability at higher levels and to better suit 
normality assumptions. Multiplicative/ratio changes in the mean 
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Figure 1. Trajectories of blood gases for 29 critically ill patients with 
sepsis and raised white cell counts (> 12 000/mm³), as measured at 0, 
10, 30 and 60 minutes after sample collection, for (A) p02 (kPa), (B) pC02 
(kPa), and (C) pH. *ICE represents the measure on a sample cooled from 
collection to processing at 60 minutes. Grey lines: Individual patient 
trajectories; black lines and diamonds: Average measurements. 

Table I. Summary (means and standard deviations) of blood gas measurements at each time of processing after collection, as well as within-patient 
differences in measurements when compared to the measurements on samples processed immediately upon collection.

Blood gas Ice Time Measurements1: Absolute difference, compared to 
Time 01,2:

Relative difference, compared to 
Time 0 (%)3:

Mean (SD) Mean (SD) Mean (SD)

PO2

No

0 15.91 (4.00)

10 15.04 (3.71) -0.88 (1.49) -4.72 (8.82)

30 13.54 (3.16) -2.37 (1.89) -13.66 (10.25)

60 11.59 (2.98) -4.32 (3.06) -25.12 (15.55)

Yes 60 16.33 (4.27) 0.42 (1.64) 2.81 (10.25)

pH
No

0 7.43 (0.07)

10 7.45 (0.07) 0.02 (0.02) 0.26 (0.29)

30 7.44 (0.07) 0.01 (0.03) 0.11 (0.43)

60 7.41 (0.07) -0.02 (0.03) -0.27 (0.45)

Yes 60 7.45 (0.07) 0.02 (0.03) 0.31 (0.42)

PCO2

No

0 4.32 (0.61)

10 4.22 (0.58) -0.10 (0.22) -2.20 (4.63)

30 4.41 (0.60) 0.09 (0.26) 2.25 (5.61)

60 4.58 (0.64) 0.25 (0.35) 6.16 (7.80)

Yes 60 4.13 (0.63) -0.19 (0.24) -4.50 (5.46)
1 in kPa for PO2 and PCO2, unitless for pH 
2 Current measurement – 0-minute-measurement 
3 (Current measurement – 0-minute-measurement) / 0-minute-measurement × 100
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PO2, on its original scale, are reported; 95% confidence intervals 

and P-values are based on Wald-type approximations. Model 

fitting was performed using the function ‘lme’ in R, in package 

‘nlme’. Model fit was assessed by visual inspection of residual 

plots.

A priori sample size calculation: Assuming a clinically significant 

average decrease in PO2 of 2 kPa over 60 minutes, with a standard 

deviation of 2 kPa, 11 patients would be required to detect this 

difference with 90% power and α error 0.05, based on a paired 

t-test. In view of the unknown variability in the decrease in PO2 

on the basis of differing metabolic rate, 30 patients were studied. 

Results 

Blood samples were collected from 30 adult patients admitted 

to the intensive care unit with a diagnosis of sepsis. One patient 

was excluded from the analysis, since processing of the sample 

suggested that the patient was in extremis (pH of 6.8) and 

therefore not representative of the group studied. Data was 

therefore analysed from 29 patients. 

Figure 1 displays the individual patient, and average trajectories 

of measured PO2, PCO2 and pH over time from collection to 

processing, as well as the 60-minute results for the samples 

stored on ice. Particularly for pH and PCO2, patient trajectories 

appear to be fairly flat, though there is substantial variability in 

the absolute levels. At 60 minutes, differences in measurements 

resulting from storing samples on ice are also evident. 

Table I summarises time-specific measurements, and differences 

in measurements when compared to those obtained from 

samples processed immediately. For PO2, there is a more 

pronounced decrease in measurements over time, although 

the 60-minute on-ice measurements are similar to the 0-minute 

measurements. For PCO2 and pH, average differences are small, 

considering the magnitude of variability. 

When statistically considering the median absolute difference 

of the 60-minute on-ice blood gas measurements from the 

0-minute values, within patients, there is a suggestion of more 

subjects having a higher pH (median: 0.019; 95% CI: 0.004 to 

0.032; P < 0.001), and lower PCO2 (median: -0.12; 95% CI: -0.280 

to -0.060; P < 0.001), while there is lack of such evidence for PO2 

(median: 0.100; 95% CI: -0.200 to 1.300; P: 0.216). 

The results of modelling the PO2 trajectories are summarised in 
Table II and Figure 2.

FiO2 and WCC were included as model covariates: the FiO2 
measurements were concentrated at 0.4 (19/29 values), with the 
remaining values ranging from 0.2 to 0.8. For WCC, there was one 
high value of 52 600/mm3, and the remaining values had a mean 
(SD) of 22 488 (5 654) /mm3, ranging from 14 500 to 34 440 /mm3.

A decline in PO2 measurements over time was estimated: At the 
average WCC (23 530/mm3), there was a 5% reduction in average 
in PO2 for every 10 minutes (effect: 0.95; 95% CI: 0.94 to 0.96;  
P < 0.001), with a more rapid reduction at higher WCC values (refer 
to Figure 2). Despite the low variability in FiO2 measurements, 
higher FiO2

 was associated with lower average PO2, from Time 0. 
The model-estimated random effects (not shown) suggest that 
there is substantial inter-patient variability in terms of starting 
values and rate of change over time, not accounted for by 
differing FiO2 and WCC, and therefore the tabulated and plotted 
model should not be used for patient-level prediction. Overall 
findings remained similar when excluding the patient with a 
large WCC value. 

Discussion 

This study examined the effect of metabolically active leucocytes 
in critically ill patients with sepsis and leucocytosis, on the rate of 
decline of PO2, should there be a delay between sampling and 
blood gas analysis. It was shown that such delays may have both 
statistical and clinical significance. The main findings indicate a 
decline in average PO2 over time. The fitted exponential rate of 
decline varies substantially amongst patients, and also depends 
on the patient’s WCC: For a patient with ‘average’ decline, who 
also has the sample average WCC, the reduction in average PO2 is 
approximately 5% for each additional 10 minutes from collection 
to processing. For example, beginning at 16 kPa, this equates to 
absolute errors of -0.8, -2.3 and -4.3 kPa at 10, 30 and 60 minutes 
respectively. This decline is more rapid for higher WCCs, with an 
additional decline per 10 minutes of approximately 2% for every 
additional 10 000 WCC/mm3. 

This result is primarily due to the effect of the ongoing 
metabolic activity in leucocytes present in patients with sepsis, 
after blood sampling and storage at room temperature. Work 
done in leukaemic patients with excessively raised white cell 
counts, shows “pseudohypoxaemia”.6-13 This is due to continued 

Table II. Linear mixed model estimation of impact of time after collection, white cell count (WCC) and fractional inspired oxygen concentration 
(FiO2) on average measured partial pressure of oxygen (PO2), within patients. Model outputs for random effects (not shown) indicate substantial 
remaining inter-patient variability in starting values and rates of change over time.

Multiplicative effect
P-value

Estimate 95% Confidence interval

Time after collection (units: 10 minutes), when WCC = 23 530/mm3 0.950 0.940;0.960 <0.0001

WCC (units: 10 000/mm3) 1.073 0.933;1.235 0.3117

FiO2 (units: 10%) 0.914 0.838;0.997 0.0437

Time interacted with WCC 0.979 0.966;0.993 0.0031
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metabolism in large numbers of sampled leucocytes. In sepsis, 

although the leucocytosis is more modest, the cells are possibly 

more metabolically active due to immune activation.

To accurately assess this effect, the samples were kept in glass 

syringes, since plastic syringes are permeable to gases.14,15 

Previous work showed reductions in PO2 at 30 minutes ranging 

from -0.8 kPa to + 1.07 kPa when the sampled blood was stored 

in plastic syringes at ambient temperature, and an exaggerated 

response when stored on ice, with deviations between +0.8 kPa 

and + 1.8 kPa.2 This response can be explained as follows: With 

a reduction in temperature from 37 °C to 4 °C, the solubility 

coefficient for PO2 rises from 0.0214 to 0.0395.2 The affinity of 

haemoglobin for oxygen also increases with a reduction in P50, 

the oxygen tension at which haemoglobin is 50% saturated. 

When whole blood is cooled in this way, the P50 is reduced from 

3.5 kPa to 0.61 kPa, at a normal pH. This causes a reduction in 

the PO2 and, as a consequence, a larger gradient between the 

environment and the sample. This leads to an influx of oxygen, 

if the PO2 in the sample is lower than the ambient PO2 of 

approximately 20 kPa. The reverse of this process ensues when 

the sample is re-heated to 37 °C. The P50 and solubility will return 

to their original values at 37 °C. This releases the exogenous 

oxygen, which leads to a falsely increased PO2.2 Plastic is 4–150 

times more permeable than glass to oxygen, under standard 

temperature and controlled environmental factors, mainly due 

to the difference in pore density of the two substances, and the 

size of the oxygen molecule.15 When blood is stored in glass 

syringes, as in our study, the PO2 remains stable.16 

When storing blood samples at ambient temperature, the 

changes in temperature as equilibration progresses, affect both 

the solubility of oxygen and the affinity of haemoglobin for 

oxygen. Temperature correction of the measured oxygen tension 

in blood is thus a complex matter. Errors originate as a result of 

any discrepancy between the temperature of the sample and 

that of the patient at time of analysis. Mathematical equations 

have been derived to use a correction factor to compensate 

for these changes.4 The absolute decrease in oxygen content in 

a stored sample is linear with time. Kelman’s nomograms were 

constructed with a mean value of 9.0 × 10-5 ml O2/ml per min 

at 37 °C. These were based on a haemoglobin concentration of  

14.8 g/100 ml and a standard oxyhaemoglobin dissociation 

curve, from Severinghaus’ work.5 The nomograms are also based 

on the assumption that the leucocyte and reticulocyte counts (in 

the case of PO2) and the haemoglobin concentration, are within 

the normal range. However, these nomograms were not derived 

for patients with sepsis, and our study contributes clinically 

useful additional information in this setting. 

In conclusion, delayed blood gas analysis in critically ill patients 

with sepsis and a leucocyte count > 12 000/mm³, results in a 

statistically and clinically significant progressive decrease in 

the PO2, if the sampled blood is stored at ambient temperature. 

This phenomenon, unless addressed either by rapid processing 

or storage of the sample on ice, could unduly influence clinical 

decision-making, particularly in patients receiving ventilatory 

support.  
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Figure 2.  Visual representation of model-estimated impact of time from collection to processing, on average measured partial pressure of oxygen 
(PO2): the within-patient multiplicative change in average PO2 over time, with 95% confidence intervals, is shown for a patient with an average rate of 
change in PO2 (note there is substantial variability amongst patients). Model-estimated rates of decline are shown for patients with a white cell count 
equal to the sample (A) first quartile of 18 000/mm3

, (B) average of 23 530/mm3 and (C) third quartile of 26 600/mm3.
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